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LABORATORY NARRATIVE
EPA Method TO-15 Soil Gas

Anderson Mulholland & Associates, Inc.
Workorder# 1607235B

One  6  Liter  Summa  Canister  (100%  Certified)  sample  was  received  on  July  14,  2016.  The  laboratory
performed  analysis  via  EPA  Method  TO-15  using  GC/MS  in  the  full  scan  mode.  The  method  involves 
concentrating  up  to  50  mLs  of  air.  The  concentrated  aliquot  is  then  flash  vaporized  and  swept  through  a
water  management  system  to  remove  water  vapor.  Following  dehumidification,  the  sample  passes  directly 
into  the  GC/MS  for  analysis.

This  workorder  was  independently  validated  prior  to  submittal  using  'USEPA  National  Functional 
Guidelines'  as  generally  applied  to  the  analysis  of  volatile  organic  compounds  in  air.   A  rules-based,  logic 
driven,  independent  validation  engine  was  employed  to  assess  completeness,  evaluate  pass/fail  of  relevant 
project  quality  control  requirements  and  verification  of  all  quantified  amounts.  

There were no receiving discrepancies.

Receiving Notes

A single point calibration for Methanol was performed for each daily analytical batch. Recovery is reported 
as 100% in the associated results for each CCV.

Due to the linear calibration range of the instrument, the reporting limit for Methanol was raised from 
50ppbv to 100ppbv.

Analytical Notes

Eight qualifiers may have been used on the data analysis sheets and indicates as follows: 
      B - Compound present in laboratory blank greater than reporting limit (background subtraction not 
performed).
       J -  Estimated value.
       E - Exceeds instrument calibration range.
       S - Saturated peak.
       Q - Exceeds quality control limits.
       U - Compound analyzed for but not detected above the reporting limit, LOD, or MDL value.  See 
data page for project specific U-flag definition.
       UJ- Non-detected compound associated with low bias in the CCV
       N - The identification is based on presumptive evidence.

File extensions may have been used on the data analysis sheets and indicates 
as follows: 
 a-File was requantified
 b-File was quantified by a second column and detector
 r1-File was requantified for the purpose of reissue

Definition of Data Qualifying Flags
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Table 1

Client Lab

Sample 

Date Date DateDate

Sample Extract

Sample Holding Holding

Time TimeExtractedReceivedCollectedSample IDSample ID Analyzed Condition
(Days) (Days)

NA Good7/14/2016 NA7/ 9/2016 7/19/201610B30IA-1 (070816) 1607235B-07A

NA GoodNA NANA 7/19/2016NALab Blank 1607235B-08A

NA GoodNA NANA 7/19/2016NACCV 1607235B-09A



Sample Results and Raw Data



EPA METHOD TO-15 GC/MS
Summary of Detected Compounds

Client Sample ID: B30IA-1 (070816)

Lab ID#: 1607235B-07A
No Detections Were Found.
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Client Sample ID: B30IA-1 (070816)
Lab ID#: 1607235B-07A

EPA METHOD TO-15 GC/MS

14071920File Name:
Dil. Factor: 1.64

Date of Collection:  7/9/16 6:12:00 PM
Date of Analysis:  7/19/16 04:13 PM

(ug/m3)(ug/m3)(ppbv)(ppbv)Compound
AmountRpt. LimitAmountRpt. Limit

160 Not Detected 210 Not DetectedMethanol

Container Type: 6 Liter Summa Canister (100% Certified)

Limits%RecoverySurrogates
Method

103 70-1301,2-Dichloroethane-d4
102 70-130Toluene-d8
96 70-1304-Bromofluorobenzene
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Data File: /chem/msd14.i/19jul16.b/14071920.d                    Page 1   
Report Date: 20-Jul-2016 07:42

                            Eurofins Air Toxics Inc.

                            EPA TO-15/MODIFIED TO14A
Data file : /chem/msd14.i/19jul16.b/14071920.d
Lab Smp Id: 1607235B-07A                 
Inj Date  : 19-JUL-2016 16:13            
Operator  : mjs                          Inst ID: msd14.i
Smp Info  : 50ml #6L0493
Misc Info : 5.7"Hg -> 4.8psi
Comment   :   5 and 20 - GC/MS
Method    : /chem/msd14.i/19jul16.b/MEOH0719a.m
Meth Date : 19-Jul-2016 15:56 mskidmor   Quant Type: ISTD
Cal Date  : 19-JUL-2016 12:41            Cal File: 14071914.d
Als bottle: 3                           
Dil Factor: 1.64000                      
Integrator: HP RTE                       Compound Sublist: MEOH.sub
Target Version:  3.50                    Sample Matrix: AIR
Processing Host: eeyore                      

Concentration Formula: Amt * DF  * CpndVariable

Cpnd Variable                  Local Compound Variable

                                        CONCENTRATIONS
                                        ON-COL    FINAL
   RT   EXP RT (REL RT)  MASS  RESPONSE ( PPBV)  ( PPBV)   TARGET RANGE    RATIO
   ==   ====== ========  ====  ======== =======  =======   ============    =====

*  98 Bromochloromethane                           CAS #: 74-97-5
  5.319   5.319 (1.000)   130    119088 400.000           80.00- 120.00   100.00
  5.319   5.319 (1.000)   128     93494                   48.38- 108.38    78.51
  5.319   5.319 (1.000)    49    254079                  122.49- 182.49   213.35
-------------------------------------------------------------------------------
* 123 1,4-Difluorobenzene                          CAS #: 540-36-3
  6.444   6.444 (1.000)   114    527993 400.000           80.00- 120.00   100.00
  6.444   6.444 (1.000)    88     96455                    0.00-  47.28    18.27
-------------------------------------------------------------------------------
* 163 Chlorobenzene-d5                             CAS #: 3114-55-4
  8.905   8.905 (1.000)   117    481705 400.000           80.00- 120.00   100.00
  8.905   8.905 (1.000)    82    318802                   33.96-  93.96    66.18
-------------------------------------------------------------------------------
$ 117 1,2-Dichloroethane-d4                        CAS #: 17060-07-0
  5.988   5.988 (1.126)    65    255976 413.279   413.28  80.00- 120.00   100.00
  5.988   5.988 (1.126)    67    122895                   22.50-  82.50    48.01
-------------------------------------------------------------------------------
$ 146 Toluene-d8                                   CAS #: 2037-26-5
  7.813   7.813 (1.212)    98    599393 407.477   407.48  80.00- 120.00   100.00
  7.813   7.813 (1.212)    70     74350                    0.00-  42.36    12.40



Data File: /chem/msd14.i/19jul16.b/14071920.d                    Page 2   
Report Date: 20-Jul-2016 07:42

                                        CONCENTRATIONS
                                        ON-COL    FINAL
   RT   EXP RT (REL RT)  MASS  RESPONSE ( PPBV)  ( PPBV)   TARGET RANGE    RATIO
   ==   ====== ========  ====  ======== =======  =======   ============    =====

$ 146 Toluene-d8 (continued)
  7.813   7.813 (1.212)   100    395791                   36.13-  96.13    66.03
-------------------------------------------------------------------------------
$ 177 4-Bromofluorobenzene                         CAS #: 460-00-4
  9.632   9.632 (1.082)   174    227903 382.863   382.86  80.00- 120.00   100.00
  9.632   9.632 (1.082)    95    402792                  113.45- 173.45   176.74
  9.632   9.632 (1.082)   176    227762                   68.10- 128.10    99.94
-------------------------------------------------------------------------------



Data File: /chem/msd14.i/19jul16.b/14071920.d                    Page 1   
Report Date: 20-Jul-2016 07:42

                            Eurofins Air Toxics Inc.

                          INTERNAL STANDARD COMPOUNDS
                              AREA AND RT SUMMARY

Instrument ID: msd14.i                        Calibration Date: 19-JUL-2016 
Lab File ID: 14071920.d                       Calibration Time: 12:41
Lab Smp Id: 1607235B-07A                      
Analysis Type: VOA                            Level: LOW  
Quant Type: ISTD                              Sample Type: AIR
Operator: mjs
Method File: /chem/msd14.i/19jul16.b/MEOH0719a.m
Misc Info: 5.7"Hg -> 4.8psi

 _________________________________________________________________________
|                     |          |      AREA LIMIT     |          |       |
| COMPOUND            | STANDARD |   LOWER  |  UPPER   |  SAMPLE  | %DIFF |
|=====================|==========|==========|==========|==========|=======|
| 98 Bromochloromethan|    115579|     69347|    161811|    119088|   3.04|
|123 1,4-Difluorobenze|    512594|    307556|    717632|    527993|   3.00|
|163 Chlorobenzene-d5 |    458000|    274800|    641200|    481705|   5.18|
|_____________________|__________|__________|__________|__________|_______|

 _________________________________________________________________________
|                     |          |       RT LIMIT      |          |       |
| COMPOUND            | STANDARD |   LOWER  |  UPPER   |  SAMPLE  | %DIFF |
|=====================|==========|==========|==========|==========|=======|
| 98 Bromochloromethan|      5.32|      4.99|      5.65|      5.32|   0.00|
|123 1,4-Difluorobenze|      6.44|      6.11|      6.77|      6.44|   0.00|
|163 Chlorobenzene-d5 |      8.90|      8.57|      9.23|      8.90|   0.00|
|_____________________|__________|__________|__________|__________|_______|

AREA UPPER LIMIT = + 40% of internal standard area.
AREA LOWER LIMIT = - 40% of internal standard area.
RT UPPER LIMIT = + 0.33 minutes of internal standard RT.
RT LOWER LIMIT = - 0.33 minutes of internal standard RT.



Data File: /chem/msd14.i/19jul16.b/14071920.d                    Page 1   
Report Date: 20-Jul-2016 07:42

                            Eurofins Air Toxics Inc.

                                RECOVERY REPORT

Client Name:                            Client SDG: 19jul16             
Sample Matrix: GAS                      Fraction: VOA         
Lab Smp Id: 1607235B-07A                
Level: LOW                              Operator: mjs
Data Type: MS DATA                      SampleType: SAMPLE
SpikeList File: 2926Spectra.spk         Quant Type: ISTD
Sublist File: MEOH.sub            
Method File: /chem/msd14.i/19jul16.b/MEOH0719a.m                         
Misc Info: 5.7"Hg -> 4.8psi                                            

 __________________________________________________________________________
|                         |    CONC     |    CONC     |      %      |      |
| SURROGATE COMPOUND      |    ADDED    |  RECOVERED  |  RECOVERED  |LIMITS|
|                         |    PPBV     |    PPBV     |             |      |
|_________________________|_____________|_____________|_____________|______|
| $ 117 1,2-Dichloroethane|      400.00 |      413.28 |      103.32 |70-130|
| $ 146 Toluene-d8        |      400.00 |      407.48 |      101.87 |70-130|
| $ 177 4-Bromofluorobenze|      400.00 |      382.86 |       95.72 |70-130|
|_________________________|_____________|_____________|_____________|______|





QC Results and Raw Data



Client Sample ID: Lab Blank
Lab ID#: 1607235B-08A

EPA METHOD TO-15 GC/MS

14071915File Name:
Dil. Factor: 1.00

Date of Collection: NA 
Date of Analysis:  7/19/16 01:16 PM

(ug/m3)(ug/m3)(ppbv)(ppbv)Compound
AmountRpt. LimitAmountRpt. Limit

100 Not Detected 130 Not DetectedMethanol

Container Type: NA - Not Applicable

Limits%RecoverySurrogates
Method

99 70-1301,2-Dichloroethane-d4
101 70-130Toluene-d8
101 70-1304-Bromofluorobenzene
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Data File: /chem/msd14.i/19jul16.b/14071915.d                    Page 1   
Report Date: 19-Jul-2016 13:52

                            Eurofins Air Toxics Inc.

                            EPA TO-15/MODIFIED TO14A
Data file : /chem/msd14.i/19jul16.b/14071915.d
Lab Smp Id: Lab Blank                    Client Smp ID: Lab Blank
Inj Date  : 19-JUL-2016 13:16            
Operator  : jcw                          Inst ID: msd14.i
Smp Info  : 50mL #36041
Misc Info : Humid
Comment   :   5 and 20 - GC/MS
Method    : /chem/msd14.i/19jul16.b/MEOH0719a.m
Meth Date : 19-Jul-2016 13:50 jwu        Quant Type: ISTD
Cal Date  : 19-JUL-2016 12:41            Cal File: 14071914.d
Als bottle: 1                            QC Sample: BLANK
Dil Factor: 1.00000                      
Integrator: HP RTE                       Compound Sublist: MEOH.sub
Target Version:  3.50                    Sample Matrix: AIR
Processing Host: eeyore                      

Concentration Formula: Amt * DF  * CpndVariable

Cpnd Variable                  Local Compound Variable

                                        CONCENTRATIONS
                                        ON-COL    FINAL
   RT   EXP RT (REL RT)  MASS  RESPONSE ( PPBV)  ( PPBV)   TARGET RANGE    RATIO
   ==   ====== ========  ====  ======== =======  =======   ============    =====

*  98 Bromochloromethane                           CAS #: 74-97-5
  5.319   5.319 (1.000)   130    126347 400.000           80.00- 120.00   100.00
  5.319   5.319 (1.000)   128     97111                   48.38- 108.38    76.86
  5.319   5.319 (1.000)    49    257209                  122.49- 182.49   203.57
-------------------------------------------------------------------------------
* 123 1,4-Difluorobenzene                          CAS #: 540-36-3
  6.444   6.444 (1.000)   114    552128 400.000           80.00- 120.00   100.00
  6.444   6.444 (1.000)    88    107016                    0.00-  47.28    19.38
-------------------------------------------------------------------------------
* 163 Chlorobenzene-d5                             CAS #: 3114-55-4
  8.905   8.905 (1.000)   117    494422 400.000           80.00- 120.00   100.00
  8.905   8.905 (1.000)    82    323890                   33.96-  93.96    65.51
-------------------------------------------------------------------------------
$ 117 1,2-Dichloroethane-d4                        CAS #: 17060-07-0
  5.988   5.988 (1.126)    65    260010 395.676   395.68  80.00- 120.00   100.00
  5.988   5.988 (1.126)    67    122197                   22.50-  82.50    47.00
-------------------------------------------------------------------------------
$ 146 Toluene-d8                                   CAS #: 2037-26-5
  7.813   7.813 (1.212)    98    620855 403.617   403.62  80.00- 120.00   100.00
  7.813   7.813 (1.212)    70     79937                    0.00-  42.36    12.88



Data File: /chem/msd14.i/19jul16.b/14071915.d                    Page 2   
Report Date: 19-Jul-2016 13:52

                                        CONCENTRATIONS
                                        ON-COL    FINAL
   RT   EXP RT (REL RT)  MASS  RESPONSE ( PPBV)  ( PPBV)   TARGET RANGE    RATIO
   ==   ====== ========  ====  ======== =======  =======   ============    =====

$ 146 Toluene-d8 (continued)
  7.813   7.813 (1.212)   100    408739                   36.13-  96.13    65.83
-------------------------------------------------------------------------------
$ 177 4-Bromofluorobenzene                         CAS #: 460-00-4
  9.632   9.632 (1.082)   174    247352 404.848   404.85  80.00- 120.00   100.00
  9.632   9.632 (1.082)    95    405151                  113.45- 173.45   163.80
  9.632   9.632 (1.082)   176    231398                   68.10- 128.10    93.55
-------------------------------------------------------------------------------



Data File: /chem/msd14.i/19jul16.b/14071915.d                    Page 1   
Report Date: 19-Jul-2016 13:52

                            Eurofins Air Toxics Inc.

                          INTERNAL STANDARD COMPOUNDS
                              AREA AND RT SUMMARY

Instrument ID: msd14.i                        Calibration Date: 19-JUL-2016 
Lab File ID: 14071915.d                       Calibration Time: 12:41
Lab Smp Id: Lab Blank                         Client Smp ID: Lab Blank
Analysis Type: VOA                            Level: LOW  
Quant Type: ISTD                              Sample Type: AIR
Operator: jcw
Method File: /chem/msd14.i/19jul16.b/MEOH0719a.m
Misc Info: Humid

 _________________________________________________________________________
|                     |          |      AREA LIMIT     |          |       |
| COMPOUND            | STANDARD |   LOWER  |  UPPER   |  SAMPLE  | %DIFF |
|=====================|==========|==========|==========|==========|=======|
| 98 Bromochloromethan|    115579|     69347|    161811|    126347|   9.32|
|123 1,4-Difluorobenze|    512594|    307556|    717632|    552128|   7.71|
|163 Chlorobenzene-d5 |    458000|    274800|    641200|    494422|   7.95|
|_____________________|__________|__________|__________|__________|_______|

 _________________________________________________________________________
|                     |          |       RT LIMIT      |          |       |
| COMPOUND            | STANDARD |   LOWER  |  UPPER   |  SAMPLE  | %DIFF |
|=====================|==========|==========|==========|==========|=======|
| 98 Bromochloromethan|      5.32|      4.99|      5.65|      5.32|   0.00|
|123 1,4-Difluorobenze|      6.44|      6.11|      6.77|      6.44|   0.00|
|163 Chlorobenzene-d5 |      8.90|      8.57|      9.23|      8.90|   0.00|
|_____________________|__________|__________|__________|__________|_______|

AREA UPPER LIMIT = + 40% of internal standard area.
AREA LOWER LIMIT = - 40% of internal standard area.
RT UPPER LIMIT = + 0.33 minutes of internal standard RT.
RT LOWER LIMIT = - 0.33 minutes of internal standard RT.



Data File: /chem/msd14.i/19jul16.b/14071915.d                    Page 1   
Report Date: 19-Jul-2016 13:52

                            Eurofins Air Toxics Inc.

                                RECOVERY REPORT

Client Name:                            Client SDG: 19jul16             
Sample Matrix: GAS                      Fraction: VOA         
Lab Smp Id: Lab Blank                   Client Smp ID: Lab Blank
Level: LOW                              Operator: jcw
Data Type: MS DATA                      SampleType: BLANK
SpikeList File: 2926Spectra.spk         Quant Type: ISTD
Sublist File: MEOH.sub            
Method File: /chem/msd14.i/19jul16.b/MEOH0719a.m                         
Misc Info: Humid                                                       

 __________________________________________________________________________
|                         |    CONC     |    CONC     |      %      |      |
| SURROGATE COMPOUND      |    ADDED    |  RECOVERED  |  RECOVERED  |LIMITS|
|                         |    PPBV     |    PPBV     |             |      |
|_________________________|_____________|_____________|_____________|______|
| $ 117 1,2-Dichloroethane|      400.00 |      395.68 |       98.92 |70-130|
| $ 146 Toluene-d8        |      400.00 |      403.62 |      100.90 |70-130|
| $ 177 4-Bromofluorobenze|      400.00 |      404.85 |      101.21 |70-130|
|_________________________|_____________|_____________|_____________|______|





AIR TOXICS LIMITED. SDG No.:Lab Name:

SURROGATE RECOVERY FORM

LEVEL-IV VALIDATABLE

EPA METHOD TO-15 GC/MS

1607235B

CLIENT
SAMPLE NO.

SURROGATE % RECOVERY

1,2-Dichloroethane-d4 Toluene-d8 4-Bromofluorobenzen
e

TOTAL
OUT

# # # #

B30IA-1 (070816) 103 001 102 96   
Lab Blank 99 002 101 101   
CCV 100 003 100 100   

004

005

006

007

008

009

010

011

012

013

014

015

016

017

018

019

020

021

022

023

024

Surrogate Recovery Limits

1,2-Dichloroethane-d4 70 - 130
Toluene-d8 70 - 130

4-Bromofluorobenzene 70 - 130

Page   1  of  1

* Designates values outside of QC limits



LEVEL-IV VALIDATABLE

EPA Method TO-15 GC/MS

INTERNAL STANDARD AREA AND RT SUMMARY

Lab Name:

Lab File ID:

Instrument ID:

AIR TOXICS, LTD

14071914a.d

msd14.i

SDG No:

Date Analyzed: 07/19/2016

Time Analyzed: 12:41 PM

Area Area Area# # # # # #
RT RT RTChlorobenzene-d5 1,4-Difluorobenzene Bromochloromethane

24-HOUR STD

UPPER LIMIT

LOWER LIMIT

CLIENT SAMPLE NO

458000 512594 1155798.9 6.44 5.32

641200 717632 16181109.23 06.77 05.65

274800 307556 6934708.57 06.11 04.99

1607235B

B30IA-1 (070816) 481705 527993 1190888.9 6.44 5.3201

Lab Blank 494422 552128 1263478.9 6.44 5.3202

CCV 458000 512594 1155798.9 6.44 5.3203

04

05

06

07

08

09

10

11

12

13

14

15

16

17

18

19

20

21

22

'Area Upper Limit=+40% of internal standard area'

'Area Lower Limit=-40% of internal standard area'

RT Upper Limit=+0.33 minutes of internal standard RT

RT Lower Limit=-0.33 minutes of internal standard RT

* Designates values outside of QC limits
Page 1 of 1



Report Date : 19-Jul-2016 15:33                                 Page 1   

                            Eurofins Air Toxics Inc.

                            INITIAL CALIBRATION DATA

Start Cal Date  : 19-JUL-2016 12:41
End Cal Date    : 19-JUL-2016 12:41
Quant Method    : ISTD
Origin          : Disabled
Target Version  : 3.50
Integrator      : HP RTE
Method file     : /chem/msd14.i/19jul16.b/MEOH0719a.m
Cal Date        : 19-Jul-2016 15:33 jwu
Curve Type      : Average

Calibration File Names:
Level 5: /chem/msd14.i/19jul16.b/14071914.d
 __________________________________________________________________
|                                   | 100.000 |   ___   |          |
|   Compound                        | Level 5 |   RRF   |   % RSD  |
|===================================|=========|=========|==========|
|   28 Methanol                     |  0.94536|  0.94536|     0.000|
|==================================================================|
|$ 117 1,2-Dichloroethane-d4        |  2.08040|  2.08040|     0.000|
|$ 146 Toluene-d8                   |  1.11440|  1.11440|     0.000|
|$ 177 4-Bromofluorobenzene         |  0.49429|  0.49429|     0.000|
|___________________________________|_________|_________|__________|



Report Date : 19-Jul-2016 15:33                                 Page 2   

                            Eurofins Air Toxics Inc.

                            INITIAL CALIBRATION DATA

Start Cal Date  : 19-JUL-2016 12:41
End Cal Date    : 19-JUL-2016 12:41
Quant Method    : ISTD
Origin          : Disabled
Target Version  : 3.50
Integrator      : HP RTE
Method file     : /chem/msd14.i/19jul16.b/MEOH0719a.m
Cal Date        : 19-Jul-2016 15:33 jwu
Curve Type      : Average
 _________________________________________________ 
|Average %RSD Results.                            |
|=================================================|
|Calculated Average %RSD =          0             |
|Maximun Average %RSD    =         30             |
|* Passed Average %RSD Test.                      | 
|_________________________________________________| 



                 Calibration History

Method        : /chem/msd14.i/19jul16.b/MEOH0719a.m
Start Cal Date: 19-JUL-2016 12:41
End Cal Date  : 19-JUL-2016 12:41

Initial Calibration

+------------------+-----------------+----------------------------------------+
| Injection Date   |   Sublist       | Calibration File                       |
+------------------+-----------------+----------------------------------------+
| Cal Level: 5 , Cal Amount: 100.00000                                        |
+=============================================================================+
|19-JUL-2016 12:41 |MEOH             |/chem/msd14.i/19jul16.b/14071914.d      |
+------------------+-----------------+----------------------------------------+

Continuing Calibration
Ccal Level Mode: GLOBAL LEVEL 5
+------------------+-----------------+----------------------------------------+
| Ccal Level: 5 , Ccal Amount: 100.00                                         |
+=============================================================================+
|19-JUL-2016 12:41 |MEOH             |/chem/msd14.i/19jul16.b/14071914.d      |
+------------------+-----------------+----------------------------------------+
| Ccal Level: 5 , Ccal Amount: 100.00                                         |
+=============================================================================+
|19-JUL-2016 12:41 |MEOH             |/chem/msd14.i/19jul16.b/14071914a.d     |
+------------------+-----------------+----------------------------------------+









Client Sample ID: CCV
Lab ID#: 1607235B-09A

EPA METHOD TO-15 GC/MS

14071914aFile Name:
Dil. Factor: 1.00

Date of Collection: NA 
Date of Analysis:  7/19/16 12:41 PM

%RecoveryCompound

100Methanol

Container Type: NA - Not Applicable

Limits%RecoverySurrogates
Method

100 70-1301,2-Dichloroethane-d4
100 70-130Toluene-d8
100 70-1304-Bromofluorobenzene

Page  1
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Report Date: 19-Jul-2016 13:50

                            Eurofins Air Toxics Inc.                      

                        CONTINUING CALIBRATION COMPOUNDS

Instrument ID: msd14.i      Injection Date: 19-JUL-2016 12:41
Lab File ID: 14071914a.d    Init. Cal. Date(s): 19-JUL-2016  19-JUL-2016 
Analysis Type: AIR          Init. Cal. Times:   12:41        12:41
Lab Sample ID: ccv          Quant Type:  ISTD
Method: /chem/msd14.i/19jul16.b/MEOH0719a.m
   _______________________________________________________________________________________________________
  |                                    |___         |            | MIN |           |    MAX    |          |
  |  COMPOUND                          |RRF / AMOUNT|    RF100   | RRF |%D / %DRIFT|%D / %DRIFT|CURVE TYPE|
  |====================================|============|============|=====|===========|===========|==========|
  |$ 117 1,2-Dichloroethane-d4         |     2.08040|     2.08040|0.010|  0.000e+00|   30.00000|  Averaged|
  |$ 146 Toluene-d8                    |     1.11440|     1.11440|0.010|  0.000e+00|   30.00000|  Averaged|
  |$ 177 4-Bromofluorobenzene          |     0.49429|     0.49429|0.010|  0.000e+00|   30.00000|  Averaged|
  |   28 Methanol                      |     0.94536|     0.94536|0.010|  0.000e+00|   30.00000|  Averaged|
  |____________________________________|____________|____________|_____|___________|___________|__________|

 _________________________________________________ 
|Average %D / Drift Results.                      |
|=================================================|
|Calculated Average %D/Drift =        100         |
|Maximun Average %D/Drift    =   30.00000         |
|* Failed Average %D/Drift Test.                  | 
|_________________________________________________| 
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                            Eurofins Air Toxics Inc.

                            EPA TO-15/MODIFIED TO14A
Data file : /chem/msd14.i/19jul16.b/14071914a.d
Lab Smp Id: ccv                          Client Smp ID: ccv
Inj Date  : 19-JUL-2016 12:41            
Operator  : JCW                          Inst ID: msd14.i
Smp Info  : 5.0mL # 2789-145
Misc Info : 100ppbv (1000ppbv) MeOH
Comment   :   5 and 20 - GC/MS
Method    : /chem/msd14.i/19jul16.b/MEOH0719a.m
Meth Date : 19-Jul-2016 13:50 jwu        Quant Type: ISTD
Cal Date  : 19-JUL-2016 12:41            Cal File: 14071914.d
Als bottle: 1                            Continuing Calibration Sample
Dil Factor: 1.00000                      
Integrator: HP RTE                       Compound Sublist: MEOH.sub
Target Version:  3.50                    Sample Matrix: AIR
Processing Host: eeyore                      

Concentration Formula: Amt * DF  * CpndVariable

Cpnd Variable                  Local Compound Variable

                                           AMOUNTS
                                        CAL-AMT   ON-COL
   RT   EXP RT (REL RT)  MASS  RESPONSE ( PPBV)  ( PPBV)   TARGET RANGE    RATIO
   ==   ====== ========  ====  ======== =======  =======   ============    =====

*  98 Bromochloromethane                           CAS #: 74-97-5
  5.319   5.319 (1.000)   130    115579 400.000           80.00- 120.00   100.00
  5.319   5.319 (1.000)   128     92151                   48.38- 108.38    79.73
  5.319   5.319 (1.000)    49    232007                  122.49- 182.49   200.73
-------------------------------------------------------------------------------
* 123 1,4-Difluorobenzene                          CAS #: 540-36-3
  6.444   6.444 (1.000)   114    512594 400.000           80.00- 120.00   100.00
  6.444   6.444 (1.000)    88     97709                    0.00-  47.28    19.06
-------------------------------------------------------------------------------
* 163 Chlorobenzene-d5                             CAS #: 3114-55-4
  8.905   8.905 (1.000)   117    458000 400.000           80.00- 120.00   100.00
  8.905   8.905 (1.000)    82    300752                   33.96-  93.96    65.67
-------------------------------------------------------------------------------
$ 117 1,2-Dichloroethane-d4                        CAS #: 17060-07-0
  5.988   5.988 (1.126)    65    240450 400.000   400.00  80.00- 120.00   100.00
  5.988   5.988 (1.126)    67    115055                   22.50-  82.50    47.85
-------------------------------------------------------------------------------
$ 146 Toluene-d8                                   CAS #: 2037-26-5
  7.813   7.813 (1.212)    98    571234 400.000   400.00  80.00- 120.00   100.00
  7.813   7.813 (1.212)    70     68921                    0.00-  42.36    12.07
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                                           AMOUNTS
                                        CAL-AMT   ON-COL
   RT   EXP RT (REL RT)  MASS  RESPONSE ( PPBV)  ( PPBV)   TARGET RANGE    RATIO
   ==   ====== ========  ====  ======== =======  =======   ============    =====

$ 146 Toluene-d8 (continued)
  7.813   7.813 (1.212)   100    385218                   36.13-  96.13    67.44
-------------------------------------------------------------------------------
$ 177 4-Bromofluorobenzene                         CAS #: 460-00-4
  9.632   9.632 (1.082)   174    226387 400.000   400.00  80.00- 120.00   100.00
  9.632   9.632 (1.082)    95    375133                  113.45- 173.45   165.70
  9.632   9.632 (1.082)   176    214362                   68.10- 128.10    94.69
-------------------------------------------------------------------------------
   28 Methanol                                     CAS #: 67-56-1
  2.042   2.042 (0.384)    31     27316 100.000   100.00   0.00-   0.00   100.00
  2.027   2.027 (0.381)    32     31554                    0.00-   0.00   115.51
-------------------------------------------------------------------------------
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Report Date: 19-Jul-2016 13:50

                            Eurofins Air Toxics Inc.

                          INTERNAL STANDARD COMPOUNDS
                              AREA AND RT SUMMARY

Instrument ID: msd14.i                        Calibration Date: 19-JUL-2016 
Lab File ID: 14071914a.d                      Calibration Time: 12:41
Lab Smp Id: ccv                               Client Smp ID: ccv
Analysis Type: VOA                            Level: LOW  
Quant Type: ISTD                              Sample Type: AIR
Operator: JCW
Method File: /chem/msd14.i/19jul16.b/MEOH0719a.m
Misc Info: 100ppbv (1000ppbv) MeOH

 _________________________________________________________________________
|                     |          |      AREA LIMIT     |          |       |
| COMPOUND            | STANDARD |   LOWER  |  UPPER   |  SAMPLE  | %DIFF |
|=====================|==========|==========|==========|==========|=======|
| 98 Bromochloromethan|    115579|     69347|    161811|    115579|   0.00|
|123 1,4-Difluorobenze|    512594|    307556|    717632|    512594|   0.00|
|163 Chlorobenzene-d5 |    458000|    274800|    641200|    458000|   0.00|
|_____________________|__________|__________|__________|__________|_______|

 _________________________________________________________________________
|                     |          |       RT LIMIT      |          |       |
| COMPOUND            | STANDARD |   LOWER  |  UPPER   |  SAMPLE  | %DIFF |
|=====================|==========|==========|==========|==========|=======|
| 98 Bromochloromethan|      5.32|      4.99|      5.65|      5.32|   0.00|
|123 1,4-Difluorobenze|      6.44|      6.11|      6.77|      6.44|   0.00|
|163 Chlorobenzene-d5 |      8.90|      8.57|      9.23|      8.90|   0.00|
|_____________________|__________|__________|__________|__________|_______|

AREA UPPER LIMIT = + 40% of internal standard area.
AREA LOWER LIMIT = - 40% of internal standard area.
RT UPPER LIMIT = + 0.33 minutes of internal standard RT.
RT LOWER LIMIT = - 0.33 minutes of internal standard RT.
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Report Date: 19-Jul-2016 11:34

                            Eurofins Air Toxics Inc.

Data file : /var/chem/msd14.i/19jul16.b/14071911.d
Lab Smp Id: BFB                          Client Smp ID: BFB
Inj Date  : 19-JUL-2016 11:23            
Operator  : jcw                          Inst ID: msd14.i
Smp Info  : 2.0uL# 2299-1476; BFB; BFB
Misc Info : 50ng
Comment   : 
Method    : /var/chem/msd14.i/19jul16.b/bfb20.m
Meth Date : 19-Jul-2016 11:34            Quant Type: ESTD
Cal Date  :                              Cal File: 
Als bottle: 1                            QC Sample: BFB
Dil Factor: 1.00000                      
Integrator: HP RTE                       Compound Sublist: all.sub
Target Version:  3.50                    Sample Matrix: WATER
Processing Host: eeyore                      

Concentration Formula: Amt * DF * Uf * Vf  * Vi * CpndVariable

     Name        Value           Description
-------------- -------------- -----------------------
      DF       1.00000         Dilution Factor
      Uf       1.00000        ng unit correction factor
      Vf       1.00000        Volumetric correction factor
      Vi       1.00000        Injection Volume

Cpnd Variable                  Local Compound Variable

                                        CONCENTRATIONS
                                        ON-COL    FINAL
   RT   EXP RT  DLT RT   MASS  RESPONSE ( ug/L)  ( ug/L)   TARGET RANGE    RATIO
   ==   ====== ========  ====  ======== =======  =======   ============    =====

    1 bfb                                          CAS #: 460-00-4
  2.745   2.483   0.262    95    405077                  100.00- 100.00   100.00
  2.745   2.483   0.262    50    106528                    8.00-  40.00    26.30
  2.745   2.483   0.262    75    210709                   30.00-  66.00    52.02
  2.745   2.483   0.262    96     25602                    5.00-   9.00     6.32
  2.745   2.483   0.262   173      2748                    0.00-   1.99     1.27
  2.745   2.483   0.262   174    217173                   50.01- 120.00    53.61
  2.745   2.483   0.262   175     16684                    4.00-   9.00     7.68
  2.745   2.483   0.262   176    207488                   93.00- 101.00    95.54
  2.745   2.483   0.262   177     14682                    5.00-   9.00     7.08
-------------------------------------------------------------------------------









Shipping/ Receiving Documents



Eurofins Air Toxics, Inc. Sample Receipt Confirmation Cover Page

Thank you for choosing Eurofins Air Toxics, Inc. (EATL). We have received your samples 
and have listed any Sample Receipt Descrepancies below.

In order to expedite analysis and reporting, please review the attached information for accuracy.
For corrections call:
EATL will proceed with the analysis as specified on the Chain of Custody (COC) and 
Sample Receipt Summary page.

Brian Whittaker  at 916-985-1000

Please note : The Sample Receipt Confirmation, including the total workorder charge, is 
subject to change upon secondary review. Our aim is to provide a confirmation to you in a 
timely manner. Sample Receipt Discrepancies, if any, may not include discrepancies 
regarding sample receipt pressure(s). Additionally, the COC will be provided with the final 
report.

180 BLUE RAVINE ROAD, SUITE B FOLSOM, CA - 95630

(916) 985-1000 .FAX (916) 985-1020
Hours 6:30 A.M to 5:30 P.M. PST





SAMPLE RECEIPT SUMMARY

WORKORDER 1607235B

Mr. Terry  Taylor
Anderson Mulholland & 
Associates, Inc.
2700 Westchester Avenue
Suite 417
Purchase, NY  10577

Client Phone

(914) 251-0400

Fax

Date Completed:

Date Received: 7/14/16
PO#:

Project#:

Total $:

Logged By:

$ 98.75

Receipt

Building 18 VI

7/20/16

JCW
Sales Rep: N/A

Date Promised: 07/20/16 2:00 pm

AnalysisFraction Sample # Collected Vac./Pres. Amount$

07A B30IA-1 (070816) Modified TO-15 (5&20 ppbv) 5.7 "Hg $93.757/9/2016
08A Lab Blank Modified TO-15 (5&20 ppbv) NA $0.00NA
09A CCV Modified TO-15 (5&20 ppbv) NA $0.00NA

Misc. ChargeseCVP (1) @ $5.00 each. $5.00

 Accounts Payable
Anderson Mulholland & Associates, Inc.
2700 Westchester Avenue
Suite 417
Purchase, NY  10577

BILL TO:

REMARKS: A 100% surcharge is applied for a 24 hour turnaround time.

Reporting Method:TO-15 (5&20 ppbv) (Sp)-Methanol Only

Analysis Code: TO-15 (5&20)

Note: Samples received after 3 P.M. PST are considered to be received on the following work day.
Atlas Project Name/Profile#: BMS/19256

TERMS:

180 BLUE RAVINE ROAD, SUITE B FOLSOM, CA - 95630
(916) 985-1000 . (800) 985-5955 . FAX (916) 985-1020

Page 1



Other Records











CAS Number Compound Detection Limit

7/26/2016  9:35:35AM

TO-15 (5&20 ppbv) (Sp)-Methanol Only

Compound List

ppbv
Type

5067-56-1 Methanol
17060-07-0 1,2-Dichloroethane-d4
460-00-4 4-Bromofluorobenzene
2037-26-5 Toluene-d8

1
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